
Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsA2320 B

Aqueous

1/4/2016
Scott R. Wunderlich

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

PHSC_101-HInstrument ID Prep Method  

952

Average 
Recovery %

Std 
Deviation MDL Comment

76.1 0.06089 0.1826 10 4Alkalinity, Total as CaCO3 MDL<0.1*Spike Concentration
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsE350.1

Aqueous

1/11/2016
Cole Mergenthaler

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

FIA203-HEInstrument ID Prep Method  

971

Average 
Recovery %

Std 
Deviation MDL Comment

156.2 0.00517 0.0155 0.03 0.05Nitrogen, Ammonia as N
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsE300.0

Aqueous

7/20/2016
Scott R. Wunderlich

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

IC102-HInstrument ID Prep Method  

1029

Average 
Recovery %

Std 
Deviation MDL Comment

92.5 0.00255 0.0076 0.05 0.5Bromide
164.0 0.00450 0.0135 0.025 1Chloride
91.0 0.00092 0.0027 0.0125 0.125Nitrogen, Nitrate as N

382.5 0.00113 0.0034 0.005 0.05Nitrogen, Nitrite as N
530.0 0.00648 0.0194 0.025 0.25Phosphorus, Dissolved Orthophos
107.5 0.00811 0.0243 0.1 1Sulfate
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsA2510 B

Aqueous

1/5/2016
Scott R. Wunderlich

umhos/cm

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

PHSC_101-HInstrument ID Prep Method  

955

Average 
Recovery %

Std 
Deviation MDL Comment

0.0 0.21213 0.6360 0 1Conductivity @ 25 C MDL>Spike Concentration
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsA4500-F C

Aqueous

1/7/2016
Scott R. Wunderlich

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

pH2Instrument ID Prep Method  

962

Average 
Recovery %

Std 
Deviation MDL Comment

98.8 0.00354 0.0106 0.1 0.1Fluoride
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsE245.1

Aqueous

1/15/2016
Rodney Kriedeman

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

HGCV201-HInstrument ID Prep Method E245.1

984

Average 
Recovery %

Std 
Deviation MDL Comment

101.0 0.00000 0.0000 0.00001 0.0001Mercury
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsE353.2

Aqueous

1/6/2016
Cole Mergenthaler

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

FIA203-HEInstrument ID Prep Method  

966

Average 
Recovery %

Std 
Deviation MDL Comment

107.8 0.00040 0.0012 0.02 0.01Nitrogen, Nitrate+Nitrite as N MDL<0.1*Spike Concentration
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsA2540 C

Aqueous

1/4/2016
Scott R. Wunderlich

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

Accu-124 (14410200)Instrument ID Prep Method  

954

Average 
Recovery %

Std 
Deviation MDL Comment

151.2 0.99103 2.9711 10 10Solids, Total Dissolved TDS @ 18
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Parameter

Method Source

Lab Reporting Limit

Concentration Tested

Matrix

Date Of Study

Analyst

Units

FinalVal

Nitrogen, Kjeldahl, Total as N

E351.2

0.16

0.1

Aqueous

7/13/2016

Brandy A. Schuster

mg/L

Replicate Number

Determination of Method Detection Limits

   (40 CFR, Part 136, Appendix B)

MDL Study Number

Energy Laboratories, Inc.

FIA204-BInstrument ID

Prep Method E351.2

4504

1 0.12600

2 0.14600

3 0.12900

4 0.11200

5 0.10300

6 0.13100

7 0.13000

Average

Average Recovery %

Standard Deviation

Method Detection Limit

125.3

0.01397

0.12529 mg/L

0.04392 mg/L

Comment
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsA2540 D

Aqueous

1/4/2016
Scott R. Wunderlich

mg/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

Accu-124 (14410200)Instrument ID Prep Method A2540 D

951

Average 
Recovery %

Std 
Deviation MDL Comment

92.5 0.04629 0.1388 1 10Solids, Total Suspended TSS @ 10
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsA2130 B

Aqueous

1/6/2016
Scott R. Wunderlich

NTU

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

HACH 2100PInstrument ID Prep Method  

958

Average 
Recovery %

Std 
Deviation MDL Comment

171.9 0.03615 0.1084 0.4 0.2Turbidity
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsSW8260B

Aqueous

1/6/2016
Kathy Wiegand

ug/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

1saturnInstrument ID Prep Method  

969

Average 
Recovery %

Std 
Deviation MDL Comment

105.7 0.02596 0.0778 0.5 11,1,1,2-Tetrachloroethane
101.9 0.03120 0.0935 0.5 11,1,1-Trichloroethane
101.7 0.02552 0.0765 0.5 0.51,1,2,2-Tetrachloroethane
103.0 0.02851 0.0855 0.5 11,1,2-Trichloroethane
108.5 0.01089 0.0326 0.5 11,1-Dichloroethane MDL<0.1*Spike Concentration

94.7 0.02005 0.0601 0.5 11,1-Dichloroethene
90.0 0.02447 0.0734 0.5 11,1-Dichloropropene

121.1 0.03691 0.1106 0.5 11,2,3-Trichlorobenzene
108.9 0.04788 0.1435 0.5 11,2,3-Trichloropropane
113.4 0.03799 0.1139 0.5 0.51,2,4-Trichlorobenzene
100.9 0.03146 0.0943 0.5 11,2,4-Trimethylbenzene
97.2 0.03387 0.1016 0.5 0.51,2-Dibromo-3-chloropropane

127.8 0.03446 0.1033 0.5 0.51,2-Dibromoethane
105.1 0.02252 0.0675 0.5 11,2-Dichlorobenzene
117.1 0.02094 0.0628 0.5 0.51,2-Dichloroethane
93.7 0.01716 0.0515 0.5 11,2-Dichloropropane

101.7 0.02534 0.0760 0.5 0.51,3,5-Trimethylbenzene
99.4 0.01538 0.0461 0.5 0.51,3-Dichlorobenzene MDL<0.1*Spike Concentration

102.9 0.03884 0.1164 0.5 11,3-Dichloropropane
105.9 0.01511 0.0453 0.5 0.51,4-Dichlorobenzene MDL<0.1*Spike Concentration

101.2 0.02512 0.0753 0.5 12,2-Dichloropropane
107.3 0.03217 0.0965 0.5 12-Chloroethyl vinyl ether
92.6 0.02945 0.0883 0.5 0.52-Chlorotoluene
91.9 0.22469 0.6736 5 202-Hexanone
93.1 0.02428 0.0728 0.5 0.54-Chlorotoluene

102.5 0.31672 0.9495 5 20Acetone
103.7 0.43500 1.3041 5 20Acetonitrile
91.5 0.42705 1.2803 5 20Acrolein

101.0 0.38649 1.1587 5 20Acrylonitrile
95.1 0.02121 0.0636 0.5 0.5Benzene
99.4 0.02890 0.0867 0.5 0.5Bromobenzene

140.4 0.02127 0.0638 0.5 1Bromochloromethane
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsSW8260B

Aqueous

1/6/2016
Kathy Wiegand

ug/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

1saturnInstrument ID Prep Method  

969

Average 
Recovery %

Std 
Deviation MDL Comment

100.7 0.02257 0.0677 0.5 0.5Bromodichloromethane
100.6 0.05175 0.1551 0.5 0.5Bromoform
96.7 0.02725 0.0817 0.5 1Bromomethane
98.7 0.02190 0.0657 0.5 0.5Carbon disulfide
96.7 0.01393 0.0418 0.5 0.5Carbon tetrachloride MDL<0.1*Spike Concentration

98.3 0.02011 0.0603 0.5 0.5Chlorobenzene
113.5 0.02648 0.0794 0.5 0.5Chlorodibromomethane
111.0 0.05928 0.1777 0.5 0.5Chloroethane
108.3 0.03091 0.0927 0.5 1Chloroform
112.8 0.02836 0.0850 0.5 0.5Chloromethane
97.5 0.02195 0.0658 0.5 0.5cis-1,2-Dichloroethene
99.4 0.03372 0.1011 0.5 1cis-1,3-Dichloropropene

106.3 0.03619 0.1085 0.5 0.5Dibromomethane
88.0 0.02530 0.0758 0.5 0.5Dichlorodifluoromethane
97.2 0.01852 0.0555 0.5 1Ethylbenzene

107.8 0.04145 0.1243 0.5 0.5Hexachlorobutadiene
93.4 0.02199 0.0659 0.5 0.5Iodomethane
96.1 0.02912 0.0873 0.5 0.5Isopropylbenzene
97.7 0.05558 0.1666 1 0.5m+p-Xylenes

109.6 0.25657 0.7692 5 20Methyl ethyl ketone
90.9 0.25123 0.7532 5 20Methyl isobutyl ketone

104.9 0.02277 0.0683 0.5 1Methyl tert-butyl ether (MTBE)
90.3 0.02366 0.0709 0.5 1Methylene chloride
93.6 0.04157 0.1246 0.5 0.5Naphthalene
96.2 0.02968 0.0890 0.5 1n-Butylbenzene
97.7 0.02912 0.0873 0.5 0.5n-Propylbenzene
97.7 0.02011 0.0603 0.5 1o-Xylene
98.4 0.02696 0.0808 0.5 1p-Isopropyltoluene
96.5 0.03016 0.0904 0.5 0.5sec-Butylbenzene
95.9 0.02100 0.0629 0.5 1Styrene
97.9 0.02302 0.0690 0.5 1tert-Butylbenzene
96.8 0.02352 0.0705 0.5 0.5Tetrachloroethene
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Parameter

Method Source

Reporting
 Limit

Concentration 
Tested

Matrix

Date Of Study:
Analyst

UnitsSW8260B

Aqueous

1/6/2016
Kathy Wiegand

ug/L

Determination of Method Detection Limits
   (40 CFR, Part 136, Appendix B)

MDL Study Number:

Energy Laboratories, Inc.

1saturnInstrument ID Prep Method  

969

Average 
Recovery %

Std 
Deviation MDL Comment

101.2 0.02352 0.0705 0.5 0.5Toluene
95.9 0.01845 0.0553 0.5 0.5trans-1,2-Dichloroethene

100.1 0.00990 0.0297 0.5 1trans-1,3-Dichloropropene MDL<0.1*Spike Concentration

97.6 0.02456 0.0736 0.5 0.5trans-1,4-Dichloro-2-butene
102.1 0.02892 0.0867 0.5 1Trichloroethene
90.1 0.02520 0.0756 0.5 1Trichlorofluoromethane

103.9 0.01999 0.0599 0.5 1Vinyl acetate
86.9 0.01888 0.0566 0.5 1Vinyl chloride
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Parameter

Method Source

Lab Reporting Limit

Concentration Tested

Matrix

Date Of Study

Analyst

Units

FinalVal

Cyanide, Weak Acid Dissociable

Kelada-01

0.002

0.002

Aqueous

7/12/2016

Jason M. Gillett

mg/L

Replicate Number

Determination of Method Detection Limits

   (40 CFR, Part 136, Appendix B)

MDL Study Number

Energy Laboratories, Inc.

SFA-201-BInstrument ID

Prep Method

4499

1 0.00280

2 0.00380

3 0.00370

4 0.00360

5 0.00380

6 0.00270

7 0.00330

Average

Average Recovery %

Standard Deviation

Method Detection Limit

169.3

0.00047

0.00339 mg/L

0.00147 mg/L

Comment
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